[The influence of hearing aids on the ability of directional hearing in a free auditory field].
The study was on subject of preservation of directional hearing in free auditory field, in horizontal plane in different stages of pathological lesions of the bearing organ with properly fits hearing aid from Viennatone as the behind-the-ear hearing aid (model 116 PAD) and the hearing spectacles (model 90 AN). There were noticed in 50 percentage of subjects improvement in the directional hearing. The best results was obtained in unilateral deafness. The evidently amelioration was observed in front azimuths. The obtained improvement directional hearing was not proportional to the stage of hearing improvement.